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High Resolution Viscosity Measurement by Thermal Noise Detection
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An interferometric method is implemented in order to accurately assess the thermal fluctuations
of a micro-cantilever sensor in liquid environments. The power spectrum density (PSD) of thermal
fluctuations together with Sader’s model of the cantilever allow for the indirect measurement of the
liquid viscosity with good accuracy. The good quality of the deflection signal and the characteristic
low noise of the instrument allow for the detection and corrections of drawbacks due to both, the
cantilever shape irregularities and the uncertainties on the position of the laser spot at the fluctuating
end of the cantilever. Variation of viscosity below the 0.03mPa·s were detected with the alternative
to achieve measurements with a volume as low as 50µL.
I. INTRODUCTION
The measurement of rheological properties like fluid
viscosity is of common interest in several science fields,
ranging from engineering to biology, with applications
including process control [1–4] and fluids analysis for dis-
eases diagnosis [5–7]. On the other hand, the atomic force
microscopy (AFM) has became a valuable technique that
is applied transversely to scientific disciplines. AFM can
be used in diverse modes to image either hard or soft
surfaces in both dry and fluid environment [8, 9]. Be-
sides atomic resolution imaging, force spectroscopy has
emerged as a powerful tool to characterize the mechan-
ics of soft materials at the nano scale [10–12] and single
molecule level [13].
Moreover, a new class of miniaturized, highly sensitive
biosensors, has been envisioned based on the high sen-
sitivity of micro fabricated silicon cantilevers to bend-
ing [14, 15]. The selective adsorption of molecules onto
the cantilever surface induces surface stresses, which ul-
timately leads to a deflection signal. Thermal noise de-
tection is a less known and promising technique that has
proven useful for the characterization of the cantilever
mechanics [16] and its surrounding media [17, 18].
In order to explore advantages of cantilevers as sen-
sors for fluid properties in applications in which only
small amount of material is available and where a good
time response is required, we developed a device able to
measure thermal fluctuations of a cantilever in the test-
ing fluid environment, with high accuracy. We extended
the capabilities of a previously developed interferomet-
ric AFM working in gases [19] to liquids environment.
The analysis of the power spectrum density (PSD) of
the fluctuating cantilever-deflection, through the Sader’s
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model [20], allows for the measurement of the fluid vis-
cosity.
Previous works have used Sader’s model and the opti-
cal lever method [10] for detecting deflections and de-
ducing fluid viscosity [21–25]. In general, the infor-
mation obtained was through a partial fit of the PSD
spectra (p.e. of the first resonance) [23] or by solving
an approximated equation system to link the frequency
shift and the quality factor to the fluid viscosity and den-
sity [24], which ultimately leaded to accuracy of about
5%. In this article, we present the advantage of an in-
terferometric method [19] to achieve improved PSD mea-
surements, in order to obtain a reliable fit of the whole
spectrum with Sader’s model for the two first normal
modes of the cantilever immersed in a liquid, which adds
a quality test to the fit. This procedure simultaneously
allows us for the absolute measurement of the viscos-
ity. In addition, the micro-cantilever is actuated only by
thermal noise, reducing the equipment needed to imple-
ment our method, in comparison with externally-excited
cantilever methodology.[26] Our sensing configuration re-
quires small amount of fluid, ranging from 1mL, for full
immersion of the cantilever holder, to a drop of 50µL
that is the minimum amount filling the gap between the
cantilever and the optical window. This last option is
well suited for expensive and scarce fluids and biological
samples [24].
The article is structured as follows, in section II we
describe the model used to fit our experimental data.
Section III presents improvement of the interferometer
described in [19] to extend its application in liquids me-
dia. In section IV we describe the methodology and the
protocols to prepare testing fluids and to perform mea-
surements. Section V presents the obtained values of
viscosity and comparisons with reference values. Finally,
section VI discusses the results validity, compares the
model with the experimental PSD and considers the ef-
fect of the microcantilever geometry, previous to the gen-
eral conclusions of this work.
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FIG. 1. Theoretical curves of PSD of thermal noise in-
duced deflection of a cantilever for Sader’s model for different
glycerol concentrations, at 24 ◦C; the corresponding viscosi-
ties and densities are listed in Table I. Effects on the PSD
amplitude, width, and resonant frequencies are clearly visi-
ble. The geometry of the cantilever for this modeling is a
length L = 350µm, a width W = 32.5µm and a thickness
H = 1.0µm.
II. THEORY
According to Sader’s theory[20] and Bellon’s
article[27], the PSD for each normal mode of the
deflection d for a microcantilever immersed into a
thermal bath at temperature T is
Sdn(ω) =
2kBT
pi
γeff(ω)
(kn −meff(ω)ω)2 + (γeff(ω)ω2)2 (1)
where dn is the amplitude of the n−th normal mode
of the cantilever and a fluctuating variable due to the
thermal bath, γeff(ω) is the frequency dependent effective
damping coefficient, meff(ω) is the frequency dependent
effective mass, kn is the stiffness of the n−th mode, kB is
the Boltzmann constant and ω is the angular frequency.
The effective values meff and γeff are
meff(ω) = m+mfΓr(ω) (2)
γeff(ω) = mfωΓi(ω) (3)
where m is the mass of the cantilever, mf = piρLW
2/4
is the mass of the cylinder of fluid of density ρ sur-
rounding the cantilever of length L and width W and
Γ = Γr+ iΓi is the hydrodynamic function in the Sader’s
model context, whose values are dependent of the fluid
density and viscosity. For the sake of completeness, we
introduce explicitly the hydrodynamic function for a rect-
angular beam
Γ(ω) = Ω(ω)Γcirc(ω) (4)
where Γcirc is the hydrodynamic function for a cylinder
expressed as
Γcirc(ω) = 1 +
4iK1(−i
√
iRe)√
iReK0(−i
√
iRe)
(5)
where K0 and K1 are modified Bessel functions of the
third kind and Re is the Reynolds number, expressed as
Re =
ρW 2ω
4η
(6)
where ρ is the density of the fluid where the cantilever
is immersed, W is the width of the cantilever and η is
the viscosity of the fluid. Ω(ω) is a correction function,
expressed in the real and imaginary parts as
Ωr(ω) = (0.91324− 0.48274r+ 0.46842r2 − 0.12886r3
+ 0.044055r4 − 0.0035117r5 + 0.00069085r6)
× (1− 0.56964r+ 0.48690r2 − 0.13444r3
+ 0.045155r4 − 0.0035862r5
+ 0.00069085r6)−1 (7)
Ωi(ω) = (−0.024134− 0.029256r+ 0.016294r2
− 0.00010961r3+ 0.000064577r4
− 0.000044510r5)× (1− 0.59702r+ 0.55182r2
− 0.18357r3 + 0.079156r4 − 0.014369r5
+ 0.0028361r6)−1 (8)
r = log10(Re) (9)
where Ω(ω) = Ωr + iΩi. The physical origin of the hy-
drodynamic function can be found in Sader’s work [20].
It is worth nothing that in Sader’s model the dissipa-
tion is assumed homogeneous along the cantilever. If in
addition, the thermal noise is uncorrelated on different
normal modes [27], the PSD of the deflection d is written
as
Sd(x, ω) =
∞∑
n=1
Sdn(ω) |φn(x)|2 (10)
where φn are the basis of normal modes and x is the
spatial coordinate along the cantilever length (the posi-
tion where the deflection is measured).
As an illustrative example we plot the PSD of the de-
flection of the cantilever (Fig. 1) using Eq. 1 and the
geometric parameters of the cantilever described in the
experimental section. The PSD is computed for different
values of viscosities and densities obtained for water solu-
tions of different concentrations of glycerol that are listed
in Table I at 24 ◦C and computed through the work of
Cheng et al [28]. A frequency shift of the resonance peaks
together with significant broadening and amplitude vari-
ation are clearly observed, illustrating the sensitivity of
the PSD to viscosity variations.
3[G]v (%v/v) ηref (mPa·s) ρref (kg/m
3)
0 0.9135 997.1
10 1.2501 1029.7
20 1.7784 1060.6
30 2.6529 1090.0
40 4.1971 1118.0
50 7.1505 1144.7
TABLE I. Reference values [28] of viscosity ηref and density
ρref are listed for different volume concentrations of glycerol
[G]v used at a temperature of 24
◦C.
III. SETUP
A. Sensing
Our device is an interferometric AFM, originally de-
signed for nano-mechanical measurements of thermal
noise in gaseous environment. Working principle and a
detailed description of the interferometer can be found
in ref. [19]. The principle applied for sensing deflection
is of the interferometric kind; a stable reference beam is
located outside of the fluid cell using a Michelson like
polarized set-up. An external mirror (M) reflects the ref-
erence beam and provides fine control of the overlap of
the returned beams. A lens (L) whose fine position is
controlled through a motorized three-axis system focuses
the probe beam (z-control) and allows to position the re-
sulting laser spot at the free end of the cantilever (C) with
good accuracy. This configuration allows for the fine tun-
ing maximizing the contrast signal significantly (Fig. 2).
This also help to minimize the undesirable effects of the
refraction at the interfaces due to small misalignment of
the probe beam. The higher resolution reached with the
interferometric detection is due to null dependence of the
sensitivity with respect to the phase difference between
the reference and probe beam. Thus, the background
noise is limited just by the shot noise of the photodi-
odes. Other advantage is the deflection detection range
that can reach several microns with suitable functions in
the data acquisition system. This feature is due to an
automatized system detecting the unwrapped phase.
B. Immersion area and fluid cell
The cantilever holder for immersion in liquids is a small
stainless steel pipe closed at one end by a laser quality
coated window that is glued with optical UV adhesive
(NOA 81, Norland Products Inc), (Fig. 2). This config-
uration provides a suitable transition from air to liquid,
avoiding drawbacks due to refraction and undesirable re-
flections. The whole interferometer (including the com-
ponents of the Fig. 2) is mounted on a manual translation
microscope turret, which provides vertical motion and
allows introducing of the micro-cantilever into the liquid
FIG. 2. Using a polarized beam splitter (PBS), the input
beam is divided in two, with crossed polarizations as shown
in the divided laser beam. An external mirror (M) reflects
the reference beam and provides fine control of the overlap of
the returned beams. A lens (L) focuses the probe beam at
the free end of the cantilever (C). The reflected beams, probe
and reference, are superposed after the PBS. Interferences
are obtained after projecting the initial polarizations in the
analysis area (not shown here, see ref. [19] for details. The
sensing beam path is protected by a stainless steel pipe (P).
An optical quality window (W) ensures the transition from air
to liquid with minimum refraction and undesirable reflections
in order to reach the free end of the cantilever (C). The liquid
is contained in a Pyrex glass (G). Inset: the micro droplet
configuration uses a microscope slide to support a liquid drop
(50µL). The micro-cantilever is fully immersed and the space
between the window (W) and the microscope slide (S) is filled
with the fluid, forming a meniscus. In order to prevent beam
distortion, the window W is of laser quality with suitable
antireflection coating.
gently. The interferometer is then moved downward until
the fluid has filled the gap between the cantilever and the
optical window. An alternative configuration is obtained
by replacing the glass cell G (Fig. 2) with a microscope
slide to locate a drop (∼50µL) of fluid sample just below
the cantilever (see inset of Fig. 2). This option is recom-
mended for scarce liquids and biological fluids available
only in small quantities.
IV. METHODS
The cantilever used for our experiments has a rectan-
gular geometry, with nominal values of L = 350µm in
length, W = 33.5µm in width and H = 1.0µm in thick-
ness (MikroMasch, HQ:CSC38/Cr-Au). Notice that the
nominal width is the average across the thickness because
the cantilever cross section is trapezoidal. For a fine tun-
ing of the mechanical properties and geometry of the can-
tilever, we consider as an input and absolute values of vis-
4cosity and density those of mQ water. Indeed, with this
fixed value of viscosity and fluid density, through small
adjustments of the cantilever geometry, length, width,
thickness in the model we reproduce the PSD obtained
experimentally with pure water. This procedure allows
to find effective values featuring the cantilever geometry
by correcting uncertainties due to irregularities of the ge-
ometrical form of the cantilever. In addition, it is impor-
tant to mention that the position of the cantilever with
respect to the spot of the sensing laser can be determined
by scanning the cantilever with the same laser spot, us-
ing a micro positioning system. Thus, the laser spot can
be positioned at the desired position x near the free end
of the cantilever (x = L). Notice that knowing the exact
point on the cantilever at which thermal fluctuations are
detected is crucial for a good repeatability and accuracy
in the fit procedure because the theoretical PSD is cal-
culated for this particular point at the cantilever. We
realized that fine tuning of this parameter improved the
fit quality, therefore it was allowed to slightly vary in the
fitting procedure.
As reference fluids we use different volume concentra-
tions of glycerol, from 1% to 50%. The density ρref
and the viscosity ηref values used as reference data were
computed using an empirical equation [28]. The vol-
ume of each reference fluid used in the experimental cell
was 1mL. When performing the measurements the tem-
perature variation from run to run was corrected. To
prevent rapid temperature variations, the whole setup
was enclosed in an acrylic box and the fluid was allowed
to thermalize prior measurements. Two thermometers
in the acrylic box allowed for the temperature monitor-
ing. A digital thermometer with a resolution of 0.1 ◦C
registered temperature in the enclosure whereas a ther-
mocouple located in contact with the glass window (W)
monitored the sample temperature. We whole variation
of temperature during the experiments was kept smaller
than 0.1 ◦C.
Two sets of reference fluids were prepared with two
different protocols. The first group of fluids ranges from
1% to 10% of glycerol and is obtained from a seed dilu-
tion of 10% glycerol by gradual dilution in steps of 1%.
The second group includes concentrations from 10% to
50% in steps of 10% and were prepared one by one. All
mixtures were prepared with mQ water.
V. RESULTS
The measurements were divided by concentration in
two groups of testing fluids; one from 0% to 9% glycerol
in steps of 1% and the other from 10% to 50% glycerol
in steps of 10%. The experimental PSD of the deflec-
tion for different concentrations (Fig. 3) show that the
effect of viscosity variations produces both a noticeable
frequency shift and a resonance widening for increasing
glycerol concentration. The quality of the fitting for the
whole PSD is shown in Fig. 4.
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FIG. 3. Zoom around the 2 first resonances of the thermal
noise spectra of the deflection of a cantilever immersed in
water-glycerol mixtures. These PSDs show increasing fre-
quency shifts and resonances widening for increasing glycerol
concentration.
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FIG. 4. Experimental data (dots) and fits with Sader’s model
(dashed lines) for the PSD of thermal noise induced deflection
for pure water (mQ) and a solution of 50% of glycerol.
5[G]v (%v/v) ηref (mPa·s) ηexp (mPa·s) error (%)
0 0.913 0.912 -0.07
1 0.938 0.940 0.16
2 0.967 0.957 -1.11
3 0.995 0.993 -0.23
4 1.026 1.029 0.30
5 1.058 1.062 0.38
6 1.092 1.096 0.35
7 1.125 1.125 0.04
8 1.162 1.177 1.34
9 1.200 1.212 0.98
TABLE II. Comparison between reference viscosities ηref and
those extracted from the fits of the PSDs of the measured
thermal noise ηexp, for mixtures of water and glycerol in the
range of 0 to 10%.
[G]v (%v/v) ηref (mPa·s) ηexp (mPa·s) error (%)
10 1.256 1.278 1.7
20 1.783 1.785 0.1
30 2.661 2.580 -3.0
40 4.197 4.047 -3.6
50 7.150 6.573 -8.1
TABLE III. Comparison between reference viscosities ηref and
those extracted from the fits of the PSDs of the measured
thermal noise ηexp, for mixtures of water and glycerol in the
range of 10 to 50%.
For the first group (concentrations from pure water
to 9% of glycerol), the viscosities ηexp obtained by fit-
ting the PSD are compared to the reference values ηref
in Table II. Errors up to 1% are obtained, although in
most cases errors are much smaller, with a mean value
of 0.5% for this first group of measurements. We con-
clude that our procedure allows for the detection of vis-
cosity variations as low as 1%, differentiating changes
bellow 0.03mPa·s. Values of cantilever’s geometry ob-
tained from the fitting procedure, width Wf and length
Lf , are Lf = 354µm, Wf = 32.9µm, which compare well
to the nominal values, L = 359µm and W = 33.5µm.
In turn, for concentrations from 10% to 50% of glyc-
erol, the measured viscosity has bigger errors with re-
spect to the reference value, as seen in Table III. Such
increasing errors are expected and demonstrate that our
procedure for tuning cantilever parameters (performed
with pure water) is valid for about one order of mag-
nitude variation in viscosity with a maximum error less
than 10%.
VI. DISCUSSIONS
In additional experiments we tested the performance of
a different cantilever, the Arrow TL1 (NanoWorld, with-
out coating), of nominal values L = 500µm, W =100µm
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FIG. 5. Comparisons of the quality of the fits of the PSDs
for both cantilevers used. (top) The Arrow TL1, NanoWorld
cantilever produces an optimized fit that has a notorious mis-
match in the resonances frequencies. Insets: details of the
fits for the first and the second cantilever resonance. (bot-
tom) Same as top curve for the MikroMasch (HQ:CSC38)
cantilever. Insets: the fit with the Sader’s model captures
both resonances simultaneously.
and 1µm thickness. The viscosity values obtained with
this cantilever (not presented here), under the same con-
ditions, differ from those obtained with MikroMasch.
First, we observed that when the nominal values of W
and L are used, viscosities values resulted unrealistic, re-
vealing an inaccuracy. Second, when W and L are used
as free parameters to adjust the PSD of pure water with
the value of pure water viscosity as an input, the equiv-
alent L and W (471µm and 77µm respectively) differed
from nominal values, confirming the previous inaccuracy.
With these parameters, the measured values of viscosi-
ties differed about 4% respect to the reference ones (for
the set 1 to 10% glycerol). In addition, we detected a
mismatch between two adjacent modes with respect to
the model used (Fig. 5a). It was not possible to fit both
resonances with a single set of parameters, which fur-
ther questions the trust of the fit. Our experiments sug-
gest that these effects are due to the size of triangular
6FIG. 6. Calibrated images of the end of the cantilevers.
(left) Arrow TL1 cantilever, (right) MikroMasch cantilever.
head (about 85µm) of the Arrow TL1 relative to its to-
tal length. Indeed, the MikroMasch cantilever also has a
triangular end, however its size is only about 20µmwhich
is small compared to the cantilever total length. Fig. 6
show pictures for comparison of the free ends of both
cantilevers. We concluded that the effect of the shape of
the cantilever end is reduced by considering large aspect
ratio cantilevers. In the case of MikroMasch cantilever,
a fine tuning of W and L allows for reducing errors in
viscosity from 3% to 1%.
In spite of these subtle geometrical effects, that could
offer opportunities for further improvements in the use of
micro cantilever for viscosity measurements, our method-
ology allows for detection of viscosity changes as low as
1%. The errors relative to the reference values increase
when the changes of viscosity are greater than 30%.
VII. CONCLUSIONS
The interferometric detection for cantilever deflection
enables the measurement of the PSD of thermal fluctu-
ations with a very high resolution and low noise. This
is useful to discriminate small changes of the viscosity
of the surrounding media of the cantilever in less than
0.03mPa·s. The amount of liquid needed to perform the
measurements is an additional advantage of the method,
allowing volumes as small as 50µL. Regarding the time
resolution of the method, measurements as fast as four
data point per minute have been achieved, which suggests
that the methodology is well adapted to follow time evo-
lution of fluid viscosity, due to either structural changes
in complex fluids or variations of some external param-
eter. However, the fluid under scope must be sufficient
transparent and free of impurities producing scattering
and perturbation of the probe beam.
The geometry of the micro-cantilever used was shown
to play an important role, we observed that the triangular
end of the cantilever can modify significantly its equiva-
lent dimensions and the relation between their resonance
frequencies as the model no longer capture accurately
the resonances frequencies simultaneously. Thus, our re-
sults suggest that further improvements in fluid proper-
ties measurements can be made through the optimization
of the cantilevers geometry.
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